A, MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
% STATE PUBLIC HEALTH LABORATORY
BREATH ALCOHOL PROGRAM
DATAMASTER MAINTENANCE REPORT [RECE’VED s*-&'i“f}_ﬁj’f
By Carol Day at 1:50 pm, Sep 06, 2013

Complete this report at the time of the regular monthly preventive maintenance check (not to exceed 35 days).
Complete this reporl whenever the instrument is serviced or repalred and whenever it is placed into service,
Retain the original and send a copy within 15 days to the Breath Alcohol Program, DHSS.

.

DATAMASTER 8N HAME OF AGENCY DATE OF INSPECTION
201206 ST. JOSEPH POLICE DEPARTMENT 09/04/2013
LOCATION OF INSTRUMENT (STREET AND CITY) TIME OF INSPECTION
501 FARAON ST, JOSEPH, MO 1936

CHECKLIST: Place a mark in the box by each item if found to be satisfactory or if operafing within established limils. (Write In observed values
where determined.) Unmarked items must be corrected before using Instrument,

DX DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME {from prinfout) 09/04/2013 1936
COMPUTER DETECTOR
PROGRAM B FILTERS
HEATERS SAMPLE CHAMBER 49 oo QUARTZSTANDARD
FLOW DETECTOR GALIBRATION
PUMP HIGH SPEED DX PRINTER

D4 INDICATOR LIGHTS

< SIMULATOR SOLUTION SUPPLIER REP CO MARKETING LOT # 12001 EXRDATE 04/02/2014
SIMULATOR TEMP (34'C 3 0,2'C) 34.0 oc SIMULATOR SN SD2278 Exp. DATE 12/17/2013

CALIBRATION CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run three tests using a standard solution. All three lests must be within £5% of the standard value and musl have a spread of .005 or
loss. Mark the box corresponding to the standard solution being used. (PRINTOUT ATTACHED)

D<) 0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
| _10.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
| |0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TESTZ2 -

TEST 3

TEST 1 - 497 099 099

PERFORM R.F.I. TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 {0-.04) 0 {.06-09) 0 {.10-.94) 0 (.15-.09) 2 {OVER .19) 0

LIST ANY NEW PARTS AND DESCRIBE ANY ALTERATION OR MODIFICATION THAT WAS MADE TO RESTORE THE INSTRUMENT TC OPERATE SATISFACTORILY AND WITHIN ESTABLISHED LIMITS
(USE OTHER SIDE IF NECESSARY).

INSPECTING OFFICER - - S
; T I~ PRINT FULL HAME

' , SCOTT GARY
TYPE RPERMIT NUNBEEXRIRRATION DATE TELEPHONE NUMBER
220179 09/04/2013 816-271-5359
RETURN COMPLETED REPORT TO THE: Breath Alcohol Program, MO Depariment of Health and Senior Services, Southeast Distrlct Office

2876 James Blvd.
Poplar Bluff, MO 63901

AH EQUAL OPPORTUMITY/AFFIRVATIVE ACTION EMPLOYER

sendees prvided o nrondisofoniony badls

LAB-118

A0 500-1458 (1.08)



ReEPCO MARERETING INC,

3101188 STONYBROOK DRIVE
BALEIGH, N.C. 27604
219.876.8460

CERTIFICATE OF ANALYSIS

MANUFACTURER AND SUPPLIER: RepCo Marketing, Inc,

LOT NUMBER: 12001
JEXPIRATION DATE: April 2,2014 at 11:59 p.m.

. RepCo Marketing, Inc, certifies the following:

RepCo Marketing, Tuc. maoufactured, tested and' supplied Lot
Number __ 12001 of Alcohol Certified Solution for simulators. Random
samples of said lot number were analyzed by an independent laboratory
utilizing a gas chromatograph and found to contain _ 1285  gms/dl +/-

.003 gms/dl wi/vol ethanol (95% Confidence).
" The alcohol and distilled water used in the solution were found to be

free of any interferring substance.
This solution will produce a vapor alcohol value of 106  +-3%
gms/210L; Breath when heated to 34 Degrees Celsius +/-0.2 De__:gtees Cs::lsius :

in a simulator (95% Confidence).
The date of manufacture for this lot number is Apnl 3, 2012.

The expiration date for this lot mumber is __April 2, 2014

at 11:59 p.m.
This document is a tme representation of the ongmal Certificate of

Analysis. )gj

Cecll B. Garner, Fresadpni
RepCo Marketing, Inc.

Form RM 02



FACE THIS SIDE DOWN - THIS EDGE IN FIRST
BAC DatalMaster
Evidence Ticket

FACE THIS SIDE DOWN - THIS EDGE IN FIRST
BAC DataMaster
Evidence Ticket

STRATE OF MISEOURI STHTE OF MISZOURI

ST.JOSEFH POLICE DEPARTHMENT _ ST.JOZEPH FOLICE DEPRARTHENT
LAC DATAMASTER SERIAL NUMEER 25186 o EAC DATAMASTER SERIAL HUMBER 8831066
B9-E4.7 13 : 8984713
ARREST TIME: 19190 ' " TESTING TFFICER:
SUBJECT MAME: BARY/SCOTT

MK, : OFFICER I1.0.:7 1813
POED @9/89.09 SEX: i ' PERMIT MUMBER: 280179
STATEAD.L.: MO/Bgs451 EMPIRATION DATE: Ba-63-14
ARRESTING OFFICER: : MISCELLANECUS DATA:

J ! :

OFFICER I.D.: @ ' : -~ ZUPERVISOR MODE ~—-
TESTING OFFICER: . ;

BRARYSCOTT ; BLAMK TEST . GAA 19547
OFFICER I1.D.: 1812 : INTERNAL STHEHDARD VERIFIED 189147
FERMIT HUMEBER: SEB179 _ EXTERMAL STANDARI Ga7 [aray
EXPIRATION DATE: O2-82-14 : ELAMK TEST . bR 19:48
MISCELLANEOUS DATE: : ERTERMAL STANDARD - 19:4%

RFFI TEST BLAMK TEST . B8 12:49

, EXTERNAL STANDERD L9 192156
——— BREATH AMALYSIZ ——- ' PLAMK TEST 63 19258
IBLHHH TEST .08 19229 ,__;IJH -
IMTERMAL STEMDARD YERIFIED  19:48 SIM. = .1
RADIN INTERFEREMCE O OBYR. = ,BIR3
OPERATOR SIGNATURE OPERATOR SIGNATURE
Card Slock No, Card 8Slock Mo,
0 AEORDER ALL SUPPLIES EROM N.RA.S, , 6002t ggf’é*gf%;fﬁgggggfg%mfgfa

RO, BOX 1435, MANSFIELD, OH 44801

———



FACE THIS SIDE DOWN - THIS EDGE IN FIRST
BAC Datallaster
Evidence Ticket

CSTATE OF MISSOURT
ST.JOSEPH POLICE DEPARTHENT

BAC DATANASTER SERIAL MUMBER 851266
B9./54.13
19156
~—m DIABNOSTIC CHECK —-eo-
 COMPUTER: ORAY

FROGRAM (@4-G7-26093: GIKRY

HEATERS
SAMPLE CHAMBER: 45¢
FLOW DETECTOR: (Y
PLTP
HIGH SPEED: . Ay
DETECTORS | Ry
ey FILTERSS akRY
"W_MWJ@uamrz STANDARDS AT
CAL YBRATIOH: DKAY

FRINTER TEST
PERERE (i —, SAIZRATETEY: § {=3PERBCTEFG
HIJKLMHOPREETUVEYZEN 3 aboded ghid ik Temo
pars iz Y7

OPERATOR SIGNATURE

Card Stock No.
so021 REORDER ALL SUPPLIES FROM N.PA.S.
PO, BOX 1435, MANSFIELD, OR 44901



State of Missouri
DEPARTMENT OF HEA_LTH

ERMIT
TYPE I

SCOTT GARY

Is hereby authorized to instruct and supervise operators, train Instructors, inspect,
calibrate, perform field repalrs, and operate the following breath analyzer(s):

DATAMASTER; ALCO-SENSOR IV W/PRINTER

for the determination of the alcohollc content of blood from a sample of expired (alveolar)
alr, Issued under the provisions of sections 577,020 through 577:051_1.~BS>MO 1986,

08/03/2012 A e

Direotor of State Public Heallh Laboratory

Direotor, Departmont of Heallh
Leb, 4 {R7-88)

Number 220 I 79
sxpres 08/03/2014

MO §40-0771 {7-88)




